DataMaster DMT Monthly Update Check-list

Department/Agency: /W/DD L3l Y] ZDP DM serial #__ /o 320 (o

Date: O?/ 0% //%

Provided " None this month -

Operators Logbook

Maintenance Logbook

Breath Summary Report

Stafus Summary Report
Calibration Report

Ceﬁification Report
' Instaliatioﬁ Report"

Annual Preventaﬁve Maintenagcé
Routine Pérfonﬁance Che_ck

Simulator Solution Change

1:]-[']@\: 0 IZI.E] q@\g@
E\@\D@\QQ i\l:l SRR

Other Reports

List other report type and date:
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. Page 1
Status Record History 01/0075011
Status Status
Date Time Test Type Status Message
06/14/2014 01:17:52 DUI Subject Record Biank Error
DMT Serial Number #123206 Page 1 of 1 07/08/2014 9:22 AM




NCE CHECK REPORT

ROUTINE PERFORMA
DataMaster DMT: 123206
Location: Middlebury PD
Calibration Date:  01/03/2012
Certification Date:  01/04/2012
Installation Date:  01/12/2012
RPC Date: 06/27/2014
Supervisor Name: KEVIN A EMILIO
Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2,05

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 46.5°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage =1.713 v
Cooler Voltage = 1.78 V
Bias Voltage = 80 V
Chopper Freg = 543 Hz

PUMP INFO
Flow Rate = 4.466 L/M

DETECTCOR INFO

PUMP ON QFF

MBX (V) 0.3494 0.3531
MIN(V) 0,3476 0.3516
FILTER INFO

Filter 1 0.353 Zero = true
Filter 2 0.704 Zero = true
Filter 3 1.640 Zero = true

CALIBRATION CHECK
¥q = 0.080 0.54%

Routine Performance Check Passed

Accuracy and Precision Check
Concenteation =0.098 g/210L
Lot# =14-05-100
Range =0.093 -0.103
Average =0.099 g/210L
Std Dev = (,0000
RF Detection Test

Passzed
Sample Acceptance Test

Passed
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Performed by Date 06/27/2014
Reviewed by Date
DMT Serial Number #123206 Page I of 1

06/27/2014 9:23 PM




DATAMASTER DMT MAINTENANCE LOG

iop e it o /93 Co
Department/Agéficy DaiaMaster DMT Serial Number
TYPE OF SERVICE PERFORMED PERFORMED BY

DataMaster Simulator Solution -

Lot # 13-16-100

EtQHag Cone: 0.093

(Name and Title)

){L—:vm A -

" Range:0.094-0.104  ommwm—e——eme _ L
Preparation Date: 9/26/2013 Expires: 09/26/2014 ]ange Place Label Here] {Ml a
e DMT
OPENED: 2} -3}~ / 4-} Suev.
R Pe.. Comduchect
i DataMaster Simulator Solution HKevin A -
1- J)f Lot # 14-05-100 EtOHag Cong: 0.058 = CE:’,M . L
i Range: 0.093 - 0.103 [ P
é" Z _Preparation Date: 6/19/2014 Explres 6/19/2015 1ange Place Label H@T'EE] - “T’
""" -t
OPENED: {_Z?’i’f <P V.
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